Electromagnetic fields and infant incubators.
Two models of infant incubators were studied to determine the strength of the magnetic field generated by the heater and fan motors. Measurements were taken at intervals along the center line of the incubator. The results show that fields greater than 100 milligauss and 25 milligauss were measured in the C-86 and C-100 model Isolettes, respectively.